
200 to 300 cc/min 
bypass flow to ATM (A1)

500-700 cc/min 
sample flow to 

Model 6200E (A2)

Total Sample Flow is equal to 

A1 + A2 = 700 to 1000cc/min

Sample Gas in @ 
30 to 60 psig

Sample Pressure 
reduced to 3-8 psig

Operator needs to be sure that there is a 
positive flow exiting the bypass leg which is 

venting to atmospheric pressure
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