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NOTES: UNLESS OTHERWISE SPECIFIED.

1. ALL DIMENSIONS ARE IN INCHES (+.06) AND MILLIMETERS (£1.), INCHES[mm]
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ANALOG OUTPUT CONNECTOR (A/0)

ANALOG INPUT CONNECTOR (A/1)
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PURGE GAS INLET Rc1/4 OR 1/4 NPTF
SAMPLE GAS INLET Rc1/4 OR 1/4 NPTF
/* SAMPLE GAS OUTLET Rc1/4 OR 1/4 NPTF
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/ A FUSE
POWER IN (100V to 240V AC 50/60Hz)

—DIGITAL INPUT/OUTPUT CONNECTOR (DIO1 to 3)

BACK VIEW OF UNIT
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DO NOT SCALE DWG

THIS DRAWING IS THE PROPERTY OF TELEDYNE ANALYTICAL INSTRUMENTS AND CONTAINS CONFIDENTIAL
INFORMATION. IT IS NOT TO BE COPIED, REPRODUCED OR USED WITHOUT WRITTEN PERMISSION.
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